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Analysis of Dioxins and Furans

http://dioxins-r-us.ucdavis.edu/TCDD
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Figure 1: Dioxin congeners
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PCDD and PCDF Target List

# of Chlorine# of Chlorine #Dioxins#Dioxins #Furans#Furans
tetratetra 22(1)22(1) 38(1)38(1)
pentapenta 14(1)14(1) 28(2)28(2)
hexa hexa 10(3)10(3) 16(4)16(4)
heptahepta 2(1)2(1) 4(2)4(2)
octaocta 1(1)1(1) 1(1)1(1)

( ) numbers are 2,3,7,8( ) numbers are 2,3,7,8--substituted congenerssubstituted congeners
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Current methods of analysis:

•• USEPA 8280, and similarUSEPA 8280, and similar
–– Low resolution method, GCLow resolution method, GC--MSMS
–– Screening analysis…..Screening analysis…..

•• USEPA 8290, 1613, and similarUSEPA 8290, 1613, and similar
–– High resolution method, GCHigh resolution method, GC--HRMSHRMS
–– “Accepted” method worldwide“Accepted” method worldwide
–– Best sensitivityBest sensitivity

•• GC X GC GC X GC –– ToFToF
–– Under development with LECO, University of Liege (Belgium) Under development with LECO, University of Liege (Belgium) 

and CDCand CDC
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Dioxin and Furan Analysis

•• Dual column methodDual column method
–– Usually 5% diphenyl column and a highUsually 5% diphenyl column and a high--cyanocyano

column (column (egeg RtxRtx--225)225)
–– CyanoCyano columns have poorer lifetimes and lower columns have poorer lifetimes and lower 

maximum operating temperaturesmaximum operating temperatures
–– 5% diphenyl phases do not have the selectivity to 5% diphenyl phases do not have the selectivity to 

accurately quantitate most samplesaccurately quantitate most samples
•• USEPA requires 2,3,7,8USEPA requires 2,3,7,8--tcdf to be confirmed on a Xtcdf to be confirmed on a X--225225

•• Desirable to have both columns in the same oven, Desirable to have both columns in the same oven, 
and to improve the separation of the “5”and to improve the separation of the “5”
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High-Resolution MS

•• Multiple stages (sectors) or highMultiple stages (sectors) or high--resres ToF’sToF’s
•• Mass accuracy can minimize background Mass accuracy can minimize background 

interferentsinterferents
•• Compromise between resolution and signal Compromise between resolution and signal 

intensityintensity
•• Low Bleed columns for higher sensitivityLow Bleed columns for higher sensitivity
•• Requires accurate massRequires accurate mass--lock compound lock compound 

–– Usually perfluorokerosine (pfk)Usually perfluorokerosine (pfk)
–– pfk requires high resolution (5,000pfk requires high resolution (5,000--10,000)10,000)
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Polychloro Dibenxo-p-dioxin and Polychloro
Dibenzofuran Analysis

•• RtxRtx--DioxinDioxin
•• RtxRtx--Dioxin2Dioxin2

•• Lit. cat.# 59343 (Apps Note), 59523 (Advantage)Lit. cat.# 59343 (Apps Note), 59523 (Advantage)
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Rtx-Dioxin Capillary Column

•• Proprietary Proprietary carboranecarborane/polysiloxane designed for replacement of /polysiloxane designed for replacement of 
“5”“5”--type columns as primary column for laboratories needing twotype columns as primary column for laboratories needing two--
column analysiscolumn analysis

•• 380 maximum operating temperature in standard high380 maximum operating temperature in standard high--temperature temperature 
fused silica tubingfused silica tubing

•• Columns are in stock:Columns are in stock:
–– 10755 60 M X 0.25 mm i.d. X 0.15 um 10755 60 M X 0.25 mm i.d. X 0.15 um d.fd.f..
–– 10756 40 M X 0.18 mm i.d. X 0.11 um 10756 40 M X 0.18 mm i.d. X 0.11 um d.fd.f..
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Fly Ash Round Robin Samples
>110 laboratories participating

DB-5 DB-225 RTX-DIOXIN MEDIAN MEAN

Ash A 250 21 30 28 32
Ash B 2100 300 378 390 390
Ash C 170 19 28 27 32

All results reported as pg/g

Median and Mean agreement gives good confidence in “true” value
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Rtx-Dioxin Conditions

Initial Temp 130 C
Time Rate C/min Temp

0 52 200
10.2 2.9 235
10 6.9 300
24

Constant Pressure of 1.2 mL/min
Injector Temp = 270C

Micromass Altima High Resolution GC-MS
Rtx-Dioxin 40m x .18 x .1
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Rtx-Dioxin Column

•• Replaces a 5% diphenyl column for highReplaces a 5% diphenyl column for high--resolution resolution 
dioxin and furan analysesdioxin and furan analyses
–– Improves sensitivity due to lower bleed levelsImproves sensitivity due to lower bleed levels
–– Improves separation of many congenersImproves separation of many congeners
–– All but 2 congeners were within 10% of the fly ash median All but 2 congeners were within 10% of the fly ash median 

valuesvalues
–– May eliminate the need for May eliminate the need for ––2330, 2330, --2331, 2331, --225 confirmation 225 confirmation 

columnscolumns
–– Good choice for those individuals who need dual column Good choice for those individuals who need dual column 

methodsmethods
–– Pair it with…..Pair it with…..
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Rtx-Dioxin2 Capillary Column

•• Proprietary backbone stabilized polysiloxane designed for toxic Proprietary backbone stabilized polysiloxane designed for toxic 
dioxin and furan analysis by GCdioxin and furan analysis by GC--HRMSHRMS

•• 320 maximum operating temperature in standard fused silica 320 maximum operating temperature in standard fused silica 
tubingtubing

•• Can be used as secondary confirmation column for Can be used as secondary confirmation column for RtxRtx--Dioxin, or Dioxin, or 
can function as single column for standcan function as single column for stand--alone dioxin and furan alone dioxin and furan 
analysisanalysis

•• Chromatographically separates the chlorinated Chromatographically separates the chlorinated diphenylethersdiphenylethers from from 
the furans the furans –– especially important in biota matricesespecially important in biota matrices

•• Columns are in StockColumns are in Stock
–– 10758 10758 -- 60 M X 0.25 mm i.d. X 0.25 um 60 M X 0.25 mm i.d. X 0.25 um d.fd.f..
–– 10759 10759 -- 40 M X 0.18 mm i.d. X 0.18 um 40 M X 0.18 mm i.d. X 0.18 um d.fd.f..
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Rtx-Dioxin2 Capillary GC Column

TCDD Resolution Mix

1234
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2,3,7,8-TCDF Certified 
DB5 DB225 RTX-DIOXIN2 Value

Biota-1 1 1.3 0.8
Biota-2 4.3 4.3 2.2

Sediment 37 19 19
Flyash 240 38 32

EC-2 (DX-1) 88 n/a 37 89 (+-44)*
NIST 1974 4.7 n/a 3.3

All results reported as pg/g
* provisional (non 2378tcdf confirmed)
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2,3,7,8-TCDD Certified 
DB5 DB225 RTX-DIOXIN2 Value

Biota-1 nd nd nd
Biota-2 nd nd nd

Sediment 8.5 8.1 9
Flyash 5.6 6.7 4.4

EC-2 (DX-1) 240 n/a 284 263(+-53)
NIST 1974 nd nd nd

All results reported as pg/g
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123478HxCDF Certified 
DB5 DB225 RTX-DIOXIN2 Value

Biota-1 nd nd nd
Biota-2 nd nd nd

Sediment 290 n/a 210
Flyash 570 n/a 200

EC-2 (DX-1) 780 n/a 630 714 (+-276)*
NIST 1974 nd nd nd

All results reported as pg/g
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123789HxCDD Certified 
DB5 DB225 RTX-DIOXIN2 Value

Biota-1 nd nd nd
Biota-2 nd nd nd

Sediment 5 n/a 6.3
Flyash 40 n/a 38

EC-2 (DX-1) 65 n/a 38 53 (+-24)*
NIST 1974 nd nd nd

All results reported as pg/g
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